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ABSTRACT
The SPIRE Fourier Transform Spectrometer on board the Herschel Space Observatory
had two standard spectral resolution modes for science observations: high resolution
(HR) and low resolution (LR), which could also be performed in sequence (H+LR).
A comparison of the HR and LR resolution spectra taken in this sequential mode, re-
vealed a systematic discrepancy in the continuum level. Analysing the data at different
stages during standard pipeline processing, demonstrates the telescope and instrument
emission affect HR and H+LR observations in a systematically different way. The ori-
gin of this difference is found to lie in the variation of both the telescope and instrument
response functions, while it is triggered by fast variation of the instrument tempera-
tures. As it is not possible to trace the evolution of the response functions through
auxiliary housekeeping parameters, the calibration cannot be corrected analytically.
Therefore an empirical correction for LR spectra has been developed, which removes
the systematic noise introduced by the variation of the response functions.
Key words: keyword1 – keyword2 – keyword3
1 INTRODUCTION
The Spectral and Photometric REceiver (SPIRE; Griffin et
al. 2010) was one of three focal plane instruments on board
the ESA Herschel Space Observatory (Herschel; Pilbratt et
al. 2010). The instrument consisted of an imaging photomet-
ric camera and an imaging Fourier Transform Spectrometer
(FTS). Both sub-instruments used bolometric detectors op-
erating at ∼ 300 mK (Turner et al. 2001) with feedhorn focal
plane optics giving sparse spatial sampling over an extended
field of view (Dohlen et al. 2000). The FTS had two broad-
band intensity beam splitters in a Mach-Zehnder configura-
tion (Ade, Hamilton & Naylor 1999; Swinyard et al. 2003)
and two bolometer arrays with partially overlapping bands:
? E-mail: nicola.marchili@gmail.com
the SPIRE Long Wavelength spectrometer array (SLW; 447-
1018 GHz) and SPIRE Short Wavelength spectrometer array
(SSW; 944-1568 GHz), with 19 and 37 detectors. Detailed
information about the standard procedure for the calibra-
tion of FTS data and the calibration accuracy can be found
in Swinyard et al. (2010), Swinyard et al. (2014), and Hop-
wood et al. (2015). All products in this paper were produced
by the standard data processing pipeline (Fulton et al. 2016)
in the Herschel Interactive Processing Environment (HIPE;
Ott 2010) version 13 and calibration tree spire cal 13 2.
The FTS operated by splitting incoming radiation into
two beams. An optical path difference (OPD) was intro-
duced between the beams by scanning an internal mirror,
so that when recombined, an interference pattern (known as
an interferogram) is formed. The inverse Fourier transform
of the interferogram gives the spectrum, with the spectral
c© 2016 The Authors
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resolution set by the maximum OPD between the interfer-
ing beams. The FTS observed with two standard spectral
resolutions for science observations: high resolution (HR, at
1.184 GHz spectral resolution), low resolution (LR, at 24.98
GHz) and a combination of the two performed in a sequence,
called H+LR. There were two additional operating modes:
medium resolution (MR, at 7.2 GHz) and calibration resolu-
tion (CR). CR had the same spectral resolution as HR, but
provided measurements out to greater negative OPD, which
in turn allowed the phase to be determined to greater spec-
tral resolution and thus provide improved phase correction.
This mode was only used for calibration observations and
is processed as HR by the pipeline (see Fulton et al. 2016).
While MR was never used for science observations and only
occasionally for calibration. It is calibrated as the LR mode
(see SPIRE Handbook 2016 for more details).
The FTS had an internal beam steering mirror (BSM)
which provided different spatial sampling (Fulton et al.
2010): sparse (the BSM is fixed at its home position); in-
termediate (the BSM samples 4 spatial positions equivalent
to full beam sampling); full (the BSM samples 16 positions
achieving Nyquist sampling). In this paper we only consider
sparse mode observations, while the corrections introduced
later on apply to all spatial sampling modes.
The main goal for observations in H+LR mode was to
allow for better sensitivity on the continuum, while minimis-
ing the observing time on the more time intensive HR mode.
However, comparing the final point-source calibrated spec-
tra for the HR part and the LR part of H+LR observations
(from now on, H+LR(H) and H+LR(L), respectively) re-
veals significant discrepancies between the respective modes.
This discrepancy, which was found also in spectra calibrated
with previous versions of HIPE, is independent of the target
observed and is more evident in the low frequency detector
array (SLW). Fig. 1 shows several examples of H+LR(H) and
H+LR(L) spectra, with the corresponding difference shown
in Fig. 2. These figures illustrate the systematic nature of the
discrepancy, which takes the form of a characteristic double
bump, peaking around 550 and 900 GHz.
We present an analysis of the discrepancies seen in the
spectra as a function of operating mode. Figures 1 and
2 show that the problem primarily concerns spectra from
SLW, so we focus on the centre SLW detector (SLWC3). The
basic characteristics of the signal distortion are identified in
Sec. 2 and 3. Several hypotheses concerning the nature of the
problem are presented in Sec. 4, 5, and 6, where the most
plausible explanation is discussed in detail. Since there is
no possible analytical solution to the problem, an empirical
correction has been developed (Sec. 7). Its effectiveness is
discussed in Sec. 8 through the comparison of the calibra-
tion uncertainty before and after the correction. The main
findings of this work are summarised in Sec. 9.
2 COMPARISON OF UNCALIBRATED
SPECTRA
The total uncalibrated signal is the sum of three compo-
nents: the telescope emission, the instrument emission, and
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Figure 1. Some examples of H+LR observations. In green
and blue, the low-resolution spectra from detectors SLWC3 and
SSWD4, respectively; in black and red, the high-resolution ones.
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Figure 2. The difference between the high-resolution and the
low-resolution spectra shown in Fig. 1.
the source emission. The first two contributions can be ex-
pressed in terms of voltage density as
VTel(ν) = MTel(ν)RTel(ν) [V GHz
−1] (1)
and
VInst(ν) = MInst(ν)RInst(ν) [V GHz
−1] (2)
where MTel(ν) and MInst(ν) are the telescope and instru-
ment models, which can be calculated from housekeeping
parameters (Fulton et al. 2016), and RTel(ν) and RInst(ν)
are the telescope and instrument relative spectral response
functions (RSRFs; see Fulton et al. 2014).
RTel(ν) and RInst(ν) depend on resolution mode. The
estimation of the response functions is performed through a
procedure that aims to minimise the residual noise in obser-
vations of the SPIRE dark sky field. This is a dark region of
sky centred on RA:17h40m12s and Dec:+69d00m00s (J2000)
and selected on the grounds that the region has: low cirrus, is
visible at all times, and contains no SPIRE-bright sources.
Before HIPE 9, LR calibration was extrapolated from the
low resolution portion of calibration resolution (CR) and HR
dark sky observations. This method, however, was not opti-
mal for LR observations, as large systematic residuals were
MNRAS 000, 1–12 (2016)
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Figure 3. Upper panel: an example of the differences between
the uncalibrated spectra obtained at different resolution modes.
Lower panel: the differences seen in the interferograms. Uncer-
tainties on the plotted quantities are below 1%.
left in the calibrated spectra. For the later versions of HIPE,
the calibration of LR spectra is carried out using a new set
of response functions, based on LR dark sky observations.
The HR RSRFs, instead, are calculated by considering HR
dark sky observations.
The telescope and instrument contributions to the sig-
nal are removed at two key steps of the calibration pipeline.
The existence of a difference between the response functions
for HR and LR data implies that the amount of signal re-
moved at these stages of the data calibration changes with
the resolution mode, raising the question as to whether the
discrepancies shown in Fig. 2 are intrinsic to raw data, or
are introduced during processing.
The answer comes from the comparison between uncal-
ibrated H+LR(H) and H+LR(L) spectra. Their difference
before the telescope and instrument correction is marginal.
It also appears that HR uncalibrated spectra are consistent
with both H+LR(H) and H+LR(L) spectra, while the LR
ones are systematically different from all the others (see up-
per panel of Fig. 3). Therefore, the root problem is not with
H+LR spectra, rather it is the systematic difference between
LR spectra and the ones obtained at any other resolution
mode, from now on indicated as HR/H+LR. Looking at the
difference between LR and H+LR(L) (black line in Fig. 3),
the double bump already evident in Fig. 2 is clearly dis-
cernible. Significant discrepancies between LR and H+LR
data concern not only the spectra, but also the interfero-
grams (see lower panel of Fig. 3), and Spectrometer Detector
Timelines (SDTs), suggesting a difference that must exist in
the raw signal.
It can be inferred that, while the RInst(ν) function im-
plemented in the pipeline is efficient in the calibration of
LR spectra, it introduces a systematic bias in the calibra-
tion of the H+LR(L) spectra. It should be noted, however,
that such bias does not exclusively affect H+LR(L), as its
characteristic shape can also be recognised in LR spectra,
albeit with lower amplitudes.
3 ANALYSIS OF DARK SKY OBSERVATIONS
A fundamental issue must be addressed when investigat-
ing the origin of the discrepancy between HR/H+LR and
LR spectra: is the difference between these spectra a con-
stant or does it depend on some parameters, such as time,
instrument temperature, or telescope temperature? The dif-
ferences calculated from several pairs of observations (as it
will be shown in Sec. 3.2) are not identical to each other.
The observed variations can be due to random noise, or to
other causes that have nothing to do with the resolution
modes in which the observations were taken (see Swinyard
et al. 2014). Besides these contributions, there are variations
specifically relating to the resolution mode of the data, and
the root cause of this discrepancy has been investigated.
In the following, we will calculate the differ-
ences between spectra for specific pairs of obser-
vations; these differences will be referred to as
δHR−LR(ObsIDHR/H+LR,ObsIDLR), where ObsID stands for
the identification numbers of the observations. The system-
atic difference between HR/H+LR and LR spectra, defined
as the ideal difference between spectra observed simulta-
neously and free from noise and resolution-independent
sources of radiation, will be referred to as δHR−LR.
The difference δHR−LR was estimated for a set of dark
sky observations performed at different resolution modes.
Given the low number of H+LR observations and the simi-
larity between H+LR and HR data, we focused on the com-
parison between HR and LR dark sky observations. Note
that HR observations can be calibrated as if they were taken
in LR mode, by truncating HR interferograms at the same
OPD for LR. While true in principle, this may not be valid
in practice, as the heat dissipated during the high-resolution
scan (which goes as OPD2) is much greater and results in
a different instrument environment. Most of the LR dark
sky observations acquired by the SPIRE FTS are concen-
trated within the time span between the Operational Days
(OD) 1079 and 1433. Before OD 1079, dark sky observations
were generally taken in CR mode, which is analogous to the
HR mode (see the SPIRE Handbook 2016). For the present
analysis, we focused on a sample of dark sky observations
between OD 1079 and OD 1325. The identification numbers
of these observations are listed in Table 1.
From the comparison of the uncalibrated spectra (see
Fig. 4), it is easy to recognise the double bump that charac-
terises the discrepancy between HR and LR data. However,
it is also evident that there is a large spread in the plotted
curves, caused, as previously mentioned, by the significant
differences in the instrument emission between the LR and
the quasi-simultaneous HR observation 1. On the one hand,
in order to isolate the systematic part of the discrepancy
from possible contamination introduced by the instrument
1 The important contribution of the instrument emission to the
difference between LR and HR spectra might appear in contra-
diction with the negligible difference seen between H+LR(H) and
H+LR(L), as reported in the previous section. The two cases,
however, are different, because of the order in which the observa-
tions are taken. LR observations are almost always taken before
HR ones, while, in H+LR observations, the low-resolution scans
always follow the high-resolution ones. This point will be further
considered later on.
MNRAS 000, 1–12 (2016)
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Table 1. Dark sky observations used for the comparison of spec-
tra at different resolution modes. Col. 1 reports the operational
day. Columns 2 and 3 give the identification number of the LR
and the HR observations, respectively.
OD ObsIDLR ObsIDHR
1079 1342245124 1342245125
1098 1342245852 1342245853
1111 1342246260 1342246261
1125 1342246983 1342246984
1130 1342247108 1342247109
1144 1342247574 1342247575
1150 1342247752 1342247753
1160 1342248234 1342248235
1177 1342249067 1342249068
1186 1342249453 1342249454
1207 1342250517 1342250518
1262 1342253973 1342253972
1283 1342255268 1342255269
1291 1342256085 1342256091
1291 1342256086 1342256091
1291 1342256088 1342256091
1298 1342256360 1342256361
1313 1342257334 1342257335
1325 1342257920 1342257921
and telescope corrections, it would seem reasonable to look
at uncalibrated spectra. On the other hand, the differences
in the instrument emission between consecutive observations
are such that, without instrument correction, δHR−LR can
not be properly evaluated. The similarity between the spec-
tra obtained after the instrument correction (see Fig. 5) sug-
gests that this is the optimal stage of calibration to estimate
δHR−LR.
The modest fluctuations among the δHR−LR curves ob-
tained at different ODs indicates that, to a first approxima-
tion, the discrepancy between LR and HR/H+LR spectra
can be regarded as constant in time. In the standard cali-
bration procedure (see Sec. 2), the total signal is regarded as
the sum of three components, one depending on the target
of the observation, the second on telescope temperature, the
third one on instrument temperature. Since the three com-
ponents are variable, it is hard to understand how any of
these can contribute a spurious, resolution dependent signal
that is approximately constant in time. To check whether
the problem can be resolved with an empirical modification
to the calibration, we consider a third noise component that
only depends on resolution modes and is added to the noise
contributed by the telescope and the instrument.
3.1 Three-parameter model for the calibration of
the data
The three-parameter calibration model assumes that the
measured voltage density Vi for a dark sky observation i
can be expressed as
Vi(ν) = MTel(ν)R
′
Tel(ν) +MInst(ν)R
′
Inst(ν) + f(ν). (3)
where R′Tel(ν) and R
′
Inst(ν) are new estimates of the tele-
scope and instrument response functions, and f(ν) is a res-
olution dependent calibration parameter. For each of the
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spectra, after applying the instrument correction discussed in Sec.
2. Uncertainties on the plotted quantities are below 1%.
observations in Table 1, the variables Vi(ν), MTel(ν), and
MInst(ν) can be determined. Given the 19 LR (17 HR) ob-
servations at our disposal, for each frequency a system of
19 (17) equations with three unknowns can be build to cal-
culate the best-fit parameters for LR (HR) data. Since the
systems are overdetermined, a least-square fitting algorithm
was used to simultaneously estimate R′Tel(ν), R
′
Inst(ν), and
f(ν). The results are plotted in Fig. 6.
The differences between the best fit parameters for LR
and HR data are not limited to f(ν). Similarly to the stan-
dard pipeline, we find that the RSRFs at different resolu-
tions are inconsistent. In Fig. 7, the differences between the
contributions at different resolution modes provided by each
of the three components on the right-hand side of Eq. 3 are
shown.
This result has two important consequences: i) we re-
garded δHR−LR as a constant, but this assumption is cor-
rect only to a first approximation; the discrepancies in the
response functions at different resolutions imply that the
amplitude of the discrepancy must depend on the instru-
ment and telescope temperatures, which vary as a function
MNRAS 000, 1–12 (2016)
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of time. ii) The existence of δHR−LR cannot be attributed
to systematically wrong estimates of the telescope or in-
strument temperatures, because no systematic temperature
variation could mimic a difference in the RSRFs.
Both conclusions are supported by Fig. 8, which shows
the temporal evolution of δHR−LR(ObsIDHR,ObsIDLR) for
three different frequencies. The 524 and 884 GHz frequen-
cies (black and green dots) correspond to the peaks of the
double bump, while 712 GHz (red squares) roughly cor-
responds to the minimum between the bumps. While the
variations at 524 and 884 GHz show correlated trends,
the pattern followed by the variations at 712 GHz is
approximately antithetical. Therefore the variations of
δHR−LR(ObsIDHR,ObsIDLR) are proportional to δHR−LR,
which strongly suggest that the variability is intrinsic to
δHR−LR. Also, it would not be possible to simultaneously
correct for the variations at 524, 712, and 884 GHz by mod-
ifying the telescope or the instrument model, as it would
cause coherent signal variations at all frequencies.
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Figure 8. The temporal evolution of
δHR−LR(ObsIDHR,ObsIDLR) at three different frequencies:
524 GHz (black dots), 712 GHz (red squares), and 884 GHz
(green dots).
Table 2. Dark sky observations carried out in OD 1291 (Col. 1),
with their resolution modes (Col. 2) and number of repetitions
(Col. 3).
Obsid Resolution mode Reps
1342256085 LR 20
1342256086 LR 20
1342256087 HR 5
1342256088 LR 20
1342256089 H+LR 25
1342256091 HR 70
3.2 Dark sky observations in OD 1291
The different behaviour of the spectral response functions
at low and high resolution seem to suggest a different sensi-
tivity of the mechanics or the optics to the resolution mode,
which is an unlikely scenario. The origin of the problem can
be further investigated through the analysis of a set of dark
sky observations carried out in OD 1291 and performed in
LR, HR, and H+LR resolution modes (see Table 2). The
difference between instrument corrected spectra of all the
observations from 1342256085 to 1342256089 and the one of
obsid 1342256091 are plotted in the lower panel of Fig. 9.
From which several conclusions can be drawn
• Depending on the temporal sequence in which they are
observed, HR and LR spectra are sometimes almost identical
(see the green and the blue line). This is consistent with the
negligible differences seen between uncalibrated H+LR(H)
and H+LR(L) (see Fig. 3).
• The differences among HR spectra can be similar in
shape and comparable in amplitude to δHR−LR (see, e.g., the
green line, showing the difference between obsids 1342256087
and obsid 1342256091);
• LR spectra show important variations from one obser-
vation to another.
All these arguments point towards excluding the reso-
lution mode as the direct cause of the problem. The differ-
MNRAS 000, 1–12 (2016)
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ences with respect to the 1342256091 spectrum are all char-
acterised by the typical double bump of δHR−LR, but the
amplitude of the effect varies considerably. Inspecting the
housekeeping products for this set of observations reveals
most of the parameters show only mild variation with time
— above all the telescope. However, fast variability can be
detected in the instrument temperature. Looking at its be-
haviour during the data acquisition (upper panel of Fig. 9), it
is hard to find an unequivocal pattern: i) Most of the spectra
seem to gradually tend toward a decreasing difference with
respect to 1342256091, which could suggest a time depen-
dence of the amplitude of the effect; however, the transition
from obsid 1342256085 (black line) to 1342256086 (red line)
seems to go in the opposite direction. ii) Obsid 1342256086
(red line) is characterised by a positive temperature gradi-
ent and a larger departure from obsid 1342256091, while the
LR spectra in obsids 1342256088 (blue line) and 1342256089
(brown line) by negative temperature gradients and propor-
tionally smaller discrepancies from obsid 1342256091. A cor-
relation between gradients and amplitude of the effect, how-
ever, could apply only to LR data, because HR observations
seem to contradict it. iii) The most evident distinction be-
tween observation 1342256091 (violet line) and all the others
is the number of repetitions and the duration of the data ac-
quisition. While the 70 repetitions that comprise 1342256091
allow the instrument temperature to reach an approximately
constant value, observations from 1342256086 to 1342256089
show strong temperature gradients; this does not apply to
obsid 1342256085 (black line), which is short, but does not
show important instrument temperature variations.
In summary, the discrepancies among the spectra are
not connected to the instrument temperature in a straight-
forward way, while the number of repetitions of the observa-
tions seems to have a significant influence on the measured
flux densities.
4 A LINK TO THE TELESCOPE MODEL
CORRECTION?
The hypothesis of a relationship between number of repeti-
tions of an observation and the amplitude of the discrepancy
with respect to an average HR spectrum is particularly in-
teresting when confronted with the result of an independent
study about the calibration of the SPIRE FTS data, namely
the telescope model correction (see Hopwood et al. 2014).
This study, which takes into account high-resolution spec-
tra, demonstrates the significant improvement of the cali-
bration results after multiplying the telescope model by a
time-dependent factor; it is hypothesised that the correc-
tion is required because of an extra-emission caused by the
build up of dust on the surface of the telescope. It is also
shown that the correction factor changes according to the
number of repetitions of the observation: observations with
< 20 repetitions require a higher correction factor than those
with > 20 repetitions (see Fig. 5 and 6 in Hopwood et al.
2014). The authors hypothesise that this difference is caused
by a higher than average instrument temperature (most of
the short dark sky observations were taken at the end of an
FTS observing cycle, when the temperatures are generally
higher). However, provided that the duration of an observa-
tion correlates with the number of repetitions, it might also
Figure 9. Upper panel: The variation of the instrument tem-
perature, measured by one of the dedicated sensors, during the
observations in OD 1291. Lower panel: the spectra of the ob-
servations from 1342256085 to 1342256089, after subtracting the
spectrum of observation 1342256091. Uncertainties on the plotted
values are below 1%.
be that the dependence of the correction factor on the num-
ber of repetitions is an indirect consequence of a dependence
on the duration of the observation. Since LR observations are
systematically shorter than the HR ones, it follows that the
discrepancy between HR and LR data may be one aspect of
a more general problem that has to do with the duration of
an observation, rather than its resolution mode.
From the discussion above, one might wonder if the ori-
gin of δHR−LR is the telescope model itself. The multiplica-
tion of the original model by a correction factor can have
similar effects as a change of the telescope RSRF, which
would be compatible with the results reported in Sec. 3.1,
but only up to a point. Hypothesising the existence of a
correction factor that varies with either the duration or the
number of repetitions of an observation, the difference be-
tween two spectra could be expressed, as a function of fre-
quency, as (Ecorr − E′corr)MTel(ν)RTel(ν), where Ecorr and
E′corr would be the correction functions to apply for the
given observations. This difference would be proportional to
MTel(ν)RTel(ν), whose shape is known, and is incompatible
with the double bump characterising δHR−LR. Inverting the
problem, it could instead be hypothesised that the detected
difference between the correction factors is the consequence
of observation-duration-dependent RSRFs.
5 RSRF CALCULATION FROM SCANS OF
THE SAME OBSERVATION
The differences among the quasi-simultaneous dark sky ob-
servations in OD 1291 demonstrate that variation of the
MNRAS 000, 1–12 (2016)
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RSRFs can occur on very short timescales — of the order
of minutes. A way to investigate such short-term variations
is to analyse on a scan-by-scan basis, rather than using the
standard pipeline products, which (for each detector) are
averaged over all scans per observation. In the following we
will focus on the flux densities at a frequency of 524 GHz,
around which the discrepancy between LR and HR/H+LR
data is most pronounced.
Changes in telescope emission during an observation
is minimal and therefore subtraction of a single telescope
model per observation is not responsible for any significant
deviation of scans from the expected behaviour. In Fig. 10,
the telescope corrected signal at 524 GHz from observations
1342256089 (H+LR) and 1342256091 (HR) is plotted versus
the instrument model MInst. According to Eq. 3, the data-
points should fall along a straight line, whose slope should
provide the best instrument response function for the set of
data, R′Inst(524 GHz). For comparison, the plot also reports
the telescope corrected signal at 524 GHz (black dots) and
fitted slope (black line) for the LR dark sky (henceforth,
LRdark) observations in Table 1.
The HR scans of obsid 1342256089 (orange squares)
are the first in order of time and during these ten scans
the instrument temperature increases almost monotonically.
The data-points for the first three scans are consistent with
the average behaviour of low-resolution observations. As
the temperature further increases, the decrease in Vi(ν) −
MTelR
′
Tel becomes much steeper than expected. This indi-
cates a change of R′Inst(524 GHz) (represented by the slope
of the orange line in the figure). Apparently, the response of
the detector to the instrument emission has changed, leading
to a discrepancy with respect to LRdark observations. The
LR scans of observation 1342256089 were taken directly fol-
lowing the HR part, and are shown as brown squares in
Fig. 10. For these, the instrument temperature tends to de-
crease. The slope of a linear regression for these LR scans
(brown line) can be used to infer the related response func-
tion, which is similar to the one inferred from the LRdark ob-
servations. This explains why the discrepancy introduced by
the high-resolution part of the observation is approximately
preserved. Note the alignment between the flux density for
the averaged observation (red square) and the fit to these
LR data-points.
The scans of the HR obsid 1342256091 are divided
in two: the first part comprises the first 10 scans, for
which MInst increases (from now on, 1342256091Tincr, green
squares), while for the second part of 130 scans, MInst de-
creases (1342256091Tdecr, magenta squares). The green and
magenta arrows show how the data-points move with time
across the plot. The starting instrument temperature for
observation 1342256091 (start of 1342256091Tincr) is higher
compared to that at the start of 1342256089. However the
slope (green line) with which Vi(ν)−MTelR′Tel decreases with
MInst is similar to the one calculated for the high-resolution
part of obsid 1342256089, and therefore similarly steeper
than for LRdark observations. The consequence is that the
difference of the 524 GHz flux density of 1342256091 in-
creases, with respect to LRdark. It can also be seen that
the response function inferred from 1342256091Tdecr (slope
of the magenta line) is similar to the one found for LRdark
observations.
Table 3 summarises the main findings. For all scans un-
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Figure 10. Telescope-corrected signal at 524 GHz plotted versus
the instrument model for samples of scans of ObsIDs 1342256089
and 1342256091 (orange, brown, green, and magenta squares); the
arrows indicate how the data-points move with time across the
plot. In black dots, the telescope-corrected signal of all the LR
dark sky observations (LRdark) in Table 1.
Table 3. The instrument response functions RInst
′ inferred from
different sets of scans of Obsids 1342256089 and 1342256091, com-
pared with the one of all LR observations in Table 1; the sets of
scans are selected according to the resolution mode and the mono-
tonic trend of the instrument model variation.
Obsid Resolution mode MInst R
′
Inst
all LR LR — (−2.02± 0.03)e+12
1342256089 HR increasing (−3.0± 0.3)e+12
1342256089 LR decreasing (−2.3± 0.3)e+12
1342256091 HR increasing (−3.2± 0.5)e+12
1342256091 HR decreasing (−2.00± 0.15)e+12
der consideration (Col. 1), we report the resolution mode
(Col. 2), the behaviour of MInst during the scans (Col. 3),
and the inferred R′Inst (Col. 4). These results indicate a link
between R′Inst (which has a direct influence on the measured
flux density at 524 GHz) and the variation of MInst. The
resolution mode does not cause systematic variations of the
instrument response function.
The evidence presented so far indicates that slow
changes of the instrument temperature cause variation of
the voltage density Vi(ν) (which can be described with the
standard formula MInst(ν)RInst,LR(ν)). In contrast, the ex-
ecution of scans in HR mode initially causes a fast increase
of the instrument temperature, which produces a change
in the instrument response function and leads to an aug-
mented deviation of the measured flux density when com-
pared to the standard LR observation. After a number of HR
scans, the instrument temperature stabilises before gradu-
ally decreasing. The instrument response function tends to
a value slightly steeper than RInst,LR(ν), approximately pre-
serving the flux density difference introduced by the previous
scans. Since the absolute value of the response function for
these scans is marginally higher than RInst,LR(ν), the in-
strument emission will eventually return to a level that is
compatible with MInst(ν)RInst,LR(ν), although this happens
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on timescales much longer than the duration of an average
observation. As in a hysteresis cycle, the instrument contri-
bution to Vi(ν) depends on the evolution of the instrument
temperature, i.e. the way it changed in previous observa-
tions.
5.1 Extending the scan-by-scan analysis to a large
sample of HR observations
To verify that fast instrument temperature variations are re-
sponsible for the problem under discussion, a scan-by-scan
analysis was also applied to a sample of 21 HR dark sky
observations, from operational day 466 to 1389. They range
from 30 to 160 repetitions in length, where one repetition
corresponds to two scans. Since the strongest temperature
variations concern the first 20-30 scans of each observation,
our analysis is limited to the first 30 and the last 10 scans
only. The results are shown in Fig. 11 and 12, where the
telescope-corrected signal is plotted versus the instrument
model. The green and the orange dotted lines show the typ-
ical relationship between signal and instrument model for
LR and HR spectra, respectively. Two distinct kinds of be-
haviour are evident:
• For the eleven cases shown in Fig. 11, the signal evolves
with the changing temperature according to a clearly recog-
nisable pattern. To start with, the signal follows the typi-
cal evolution expected for LR spectra (green line). After a
number of scans, the signal rapidly moves towards a lower
state, which indicates that the contribution of the instru-
ment emission to the signal is higher than expected for the
measured temperature. When the instrument temperature
starts to decrease, the signal is generally moving along the
orange line that characterises HR spectra. By overlapping
the patterns followed by the eleven observations under con-
sideration, a model of the resulting U-shaped pattern has
been obtained (magenta line in the box; its time evolution
is clockwise).
• For the remaining ten observations (see Fig. 12), the
variation of the signal with changing temperature does not
follow a clear trend. The signal approximately moves along
the typical HR line, without significant deviations.
To understand the origin of the differences in behaviour
between the two samples of observations, it is useful to place
them into the framework of their historical sequence. Eight
out of eleven observations in the first group have been per-
formed directly after LR observations, while all the obser-
vations in the second group follow HR observations. This
result strongly supports the idea that the discrepancies in
the calibrated spectra of observations performed in differ-
ent resolution modes has to do with fast variations of the
instrument temperature. When temperature variations are
slow (as during or after LR scans), the instrument contribu-
tion to the signal follows the typical LR line, while sudden
increases of the temperature shift it toward the HR line. If
two HR observations are taken in sequence, the system does
not have the time to return to the LR state and all the scans
will evolve following the typical HR pattern, as illustrated
by the example set of 10.
As mentioned in the end of Sec. 5, the instru-
ment emission tends to return to a level compatible with
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Figure 11. Telescope-corrected signal at 524 GHz plotted versus
the instrument model for samples of scans of HR observations.
The signal follows a kind of U-shaped pattern (a model of this
pattern is shown as a magenta line in the top-right box), moving
clockwise from a typical LR behavior (green dotted line) to a
typical HR one (orange dotted line).
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Figure 12. The evolution of the telescope-corrected signal at 524
GHz for a different group of HR observations. All the scans seem
approximately to move along the typical HR line.
MInst(ν)RInst,LR(ν) on timescales much longer than an aver-
age HR observation. This provides a convincing explanation
for the case of the three observations belonging to the first
group despite being performed directly after HR spectra.
Two of them precede intermediate mode HR observations,
whose duration is generally more than three times longer
than for sparse mode. The third observation follows instead
a sequence of sparse HR observations lasting about 11 hours.
The scenario above provides a coherent description of
the variations observed in a large sample of dark sky spec-
tra, although it does not explain the origin of the prob-
lem. Comparing the temperatures reported by the three
sensors placed in different positions within the instrument
(scalTemp, scalTemp2, and scalTemp4) we see a signifi-
cant delay between the variations triggered by the first scans
of each high-resolution observation. It could be an indication
that the problem has to do with the thermal balance of the
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system; the question to address, then, is whether thermal
balance can influence the response functions.
6 VARIATIONS OF THE TELESCOPE
RESPONSE FUNCTION
The analysis illustrated in the previous sections revealed sev-
eral interesting aspects concerning the systematic discrep-
ancy between LR and HR/H+LR data, although theses clues
do not fully converge towards an unambiguous definition of
the problem’s origin.
The separate calculation of the RSRFs for HR and LR
observations (see Section 3.1) shows that changes of resolu-
tion mode trigger stronger variations in the telescope con-
tribution to Vi(ν) than in the instrument contribution (see
Fig. 7), with the frequency dependent variation of the for-
mer being consistent with the double-bump of δHR−LR. The
dependence of the telescope correction factor on the num-
ber of repetitions could suggest a link with the observation-
duration dependent variation of the telescope RSRF hypoth-
esised in Section 4. All these points would argue in favour
of a strong involvement of the telescope emission in the flux
density discrepancies. On the other hand, the telescope tem-
perature seems to be nearly constant on timescales of min-
utes to a few hours, excluding its strong involvement in the
variations of the spectra acquired in OD 1291.
The most likely scenario seems to be a change of the re-
sponse functions triggered by the instrument temperature:
since HR observations are characterised by temperatures
that are generally higher than those of LR observations, the
systematic nature of the discrepancy would be explained.
Assuming that fast changes of the instrument temperature
can affect both the telescope and the instrument response
functions, the analogies found with some characteristics of
the telescope correction would also be justified.
7 DATA CORRECTION
Although the origin of the presented problem has been iden-
tified, there is no obvious way to analytically correct the
data. The amplitude of the spurious signal distorting the
shape of the continuum in LR spectra depends on both the
sequence and characteristics of previous observations, which
cannot be described by simple combinations of housekeep-
ing parameters. The situation is complicated further by the
fact that the response functions are empirically calculated
in a way that tends to minimise the residual noise, which
means that part of the spurious signal may be removed by
the standard calibration.
The correction of the spectra can be achieved empir-
ically, by exploiting the peculiar shape of the systematic
noise introduced by the variation of the response functions
(see Fig. 13). The characteristic double-bump observed in
the continuum of the affected observations varies in ampli-
tude, however its shape is approximately constant, and can
be precisely modelled.
An algorithm for the a-posteriori correction of low-
resolution spectra, both from LR and H+LR(L) observa-
tions, has been developed, based on the cross-correlation of
an archetype of δHR−LR with the spectrum to correct. The
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Figure 13. Low resolution spectra before (black line) and after
(green line) the empirical correction of the data. The correction
efficiently corrects both H+LR(L) (bottom right panel) and LR
(all other panels) observations. When no double-bump is identifi-
able in the data (top right panel) the changes introduced by the
correction are negligible.
δHR−LR archetype (from now on, δHR−LR(ν)) has been cal-
culated by selecting a set of quasi-simultaneous HR and LR
spectra, whose differences are clearly affected by the LR cali-
bration problem. These differences have been scaled in order
to have the same standard deviation, and then averaged to
provide a robust model.
Given a calibrated spectrum S(ν), with frequency-
averaged value S¯, the corrected spectrum S′(ν) can be ex-
pressed as
S′(ν) = S(ν)−
∑
i
(
(S(νi)− S¯) · δHR−LR(νi)
)
σ2
δ
· δHR−LR(ν)
(4)
where σδ is the standard deviation of δHR−LR(ν). This
is equivalent to calculating the amplitude of the spurious
noise for S(ν) and removing it, assuming its shape to be
δHR−LR(ν).
When a calibrated spectrum has a strong continuum,
the amplitude of the spurious noise may be overestimated.
This overestimate can be avoided by fitting and subtracting
a second-order polynomial to remove the continuum before
calculating the noise amplitude. Such a subtraction is only
necessary for sources where the continuum level at 1000 GHz
is found to be greater than 0.5 Jy.
The LR correction developed is scaled depending on the
amplitude of the double-bump present. This means that if
the double-bumps are negligible, then the corrections ap-
plied are negligible too, and the data are essentially un-
changed. It is only applied to SLW detectors, which are the
only ones affected by the problem, and efficiently corrects
both LR and H+LR(L) observations.
The correction was developed for point-source cali-
brated spectra, using sparse-mode observations. The stan-
dard FTS pipeline also provides extended-source calibrated
data, which are either spectra for sparse-mode observations,
or spectra and spectral cubes for intermediate and fully sam-
pled mapping observations (see Fulton et al. 2016 for full
details of the FTS data reduction pipeline). The LR cor-
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Figure 14. Extended-source calibrated spectra for observation
1342243638. The spectrum before the correction for the double
bump is shown in blue, while the one after the correction is shown
in red.
rection is not applied directly to the extended-source cali-
brated data, but is propagated by reversing the point-source
conversion once the point-source calibrated spectra have
been corrected. For LR mapping observations, the conver-
sion to point-source calibrated is an additional step for the
SLW array, purely so the double-bump correction can be
applied. Fig. 14 shows an example of the extended-source
calibrated spectra from the centre detectors for observation
1342243638, before and after correction for the double bump.
It should be noted that there is no point-source conversion
factor for the vignetted detectors. These detectors are re-
moved before point-source calibration and therefore remain
uncorrected in the final extended-source calibrated products.
For sparse observations, the uncorrected spectra from these
detectors should only be used with caution. For mapping ob-
servations, the spectra for all SLW detectors are present in
the pre-processed cube, which collates the spectra ready for
gridding into a spectral cube. However the spectra from the
vignetted detectors are not included in those used to create
the standard pipeline SLW cube products.
8 LR CALIBRATION UNCERTAINTY
Due to the pronounced systematic noise the derived correc-
tion removes from the SLW spectra of LR observations, here
we report the LR calibration uncertainties, before and after
the correction has been applied. LR sensitivity is assessed
following the method in Hopwood et al. (2015). Briefly, the
spectral noise within 50 GHz frequency bins is measured for
34 LR observations of the SPIRE dark sky field. The noise
taken for each dark sky observation is scaled to 1 σ in 1 hour
(i.e. the sensitivity) and then the median is found over all
the observations for each frequency bin. There is negligible
change in the sensitivity after the LR correction has been
applied to the centre SLW detector (see Fig. 15), which is
expected. However the correction of large-scale distortion in
the continuum does significantly affect the uncertainty as-
sociated with continuum measurements. Fig. 16 shows this
”continuum offset” (1 σ additive uncertainty), before and
after the LR correction of dark sky. Again, the method de-
tailed in Hopwood et al. (2015) is followed. The same set of
LR dark sky observations are used as for the sensitivity, but
in their un-averaged form, i.e. as individual scans. The spec-
tra are smoothed to remove small scale noise and then the
standard deviation over all the scans of the 34 dark sky is
taken to provide the continuum offset. Before the correction
is applied, the effect of the double bump is clearly evident,
and when compared to the HR continuum offset (Fig. 32
in Hopwood et al. 2015), the shape of the curve is notably
different. This indicates that although HR data can suffer
from the same ”bumpiness” as LR data (but generally as an
inverted double bump), overall this is not a significant issue
for HR, as the HR continuum offset is a relatively smooth
curve without any correction for this systematic effect. After
the bumpiness has been removed from the LR dark sky, the
resulting continuum offset shows an improved and more sim-
ilar form as to that seen for HR. Figure A1 (in the Appendix)
shows the continuum offset for all unvignetted SLW detec-
tors, indicating there is a range in how the curves differ when
comparing the continuum offset found before and after the
LR correction is applied. For some detectors there is almost
no change, while for others there is a pronounced improve-
ment. These figures illustrate that the double bump affects
different detectors to differing degrees and the correction
is working harder where needed. Similar results are found
for the extended-calibrated sensitivity and continuum off-
set, although the improvement for SLW is somewhat easier
to see for the point-source calibrated data, as the difference
in beam size across the frequency array has been accounted
for. The average results for both FTS calibrations schemes,
and for all off-axis detectors, can be found in Tab. 4. The
sensitivity is relatively flat, so the mean sum is used for the
average. Similarly to the case of SLWC3 (see Fig. 15), the
correction of the double-bump in off-axis detectors leads to
marginal differences in the sensitivity. The continuum offset
is also relatively flat, but at the centre of the SLW and SSW
bands, and only once the LR correction has been applied.
However the high systematic noise at the edge of the bands
causes the offset to rise sharply even for the corrected data.
Therefore, for the average values, the median is taken over
500-900 GHz for SLW and over 1000-1500 GHz for SSW.
Note that as there is no LR correction for the vignetted
detectors (as discussed in Section 7), only the uncorrected
results for these detectors are presented. However, all detec-
tors are included in Tab. 4. The extended-source calibrated
data used does include the correction applied for the feed-
horn coupling efficiency, as described in Valtchanov et al. in
prep., and is a comparison of HIPE version 14.0 and HIPE
version 14.1. Whereas, for the point-source calibrated data,
the LR correction was already in place for HIPE version 14.0
and so this is compared to HIPE version 13.0 reduced data.
9 SUMMARY
In this paper we present a thorough analysis of the system-
atic discrepancy between spectra obtained at different res-
olution modes. The discrepancy, which was first detected
in the fully calibrated H+LR(H) and H+LR(L) spectra,
originates in a systematic difference between uncalibrated
LR and HR/H+LR spectra, which the standard calibration
pipeline partially corrects by assuming different response
functions for LR and HR data.
We tested the hypothesis that the discrepancy, δHR−LR,
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Table 4. Average continuum offset (Offset) and 1σ in 1 hour sensitivity (σ). A subscript of PS indicates results for point-source calibrated
data. A subscript of EXT indicated results for extended-source calibrated data in units of 10−22 Wm−2Hz−1sr−1 for sensitivity and
10−19 Wm−2Hz−1sr−1 for the continuum offset. The values for the centre detectors are in the top two rows and shown in bold. No PS
value is given for vignetted detectors, as there is no point-source conversion factor for these.
Detector OffsetEXT OffsetPS[Jy] σEXT σPS [mJy]
SLWC3 1.1048 0.4678 0.7342 3.2842
SSWD4 3.2032 0.3816 2.9040 4.0326
SSWE4 3.1247 0.3747 3.0639 3.7165
SSWE3 3.0914 0.3591 2.4319 3.3576
SSWD3 3.1208 0.3646 2.7709 3.1690
SSWC3 3.4428 0.3966 2.7952 2.9142
SSWC4 3.5807 0.4249 2.1750 3.2900
SLWD2 1.0569 0.4462 0.9077 3.2511
SLWD3 1.4460 0.6373 0.8577 2.9710
SLWC4 1.2151 0.5478 0.8629 3.8282
SLWB2 1.7839 0.8264 0.6832 3.6886
SLWB3 0.9766 0.4722 0.7133 3.4030
SLWC2 1.5947 0.7129 0.7292 3.3853
SSWB2 3.2576 0.3913 2.4471 2.7915
SSWB4 5.9362 0.6831 4.2169 5.7311
SSWD2 3.3839 0.3962 3.5350 3.4259
SSWD6 3.4571 0.4102 2.3246 3.0039
SSWF2 3.9843 0.4698 3.2448 3.3806
SSWE2 4.2563 0.4945 3.3068 3.4744
SSWE5 3.5452 0.4284 2.5264 3.2531
SSWF3 3.6701 0.4501 2.6771 3.0600
SSWC5 3.7796 0.4215 2.8246 2.9173
SSWC2 3.1391 0.3754 3.0911 3.3979
SSWB3 3.7225 0.4279 3.3304 3.7956
SLWA1 7.0461 — 1.3062 —
SLWA2 2.8993 — 0.6096 —
SLWA3 4.0916 — 1.1196 —
SLWB1 5.4564 — 1.4960 —
SLWB4 1.7080 — 0.8565 —
SLWC1 7.6510 — 1.4398 —
SLWC5 3.9158 — 1.4591 —
SLWD1 2.3934 — 0.6105 —
SLWD4 1.5106 — 1.3803 —
SLWE1 2.1612 — 0.9928 —
SLWE2 1.0859 — 0.7256 —
SLWE3 1.8117 — 0.8180 —
SSWA1 3.7088 — 2.6783 —
SSWA2 3.2954 — 3.0671 —
SSWA3 3.6980 — 3.0089 —
SSWA4 3.4473 — 2.3017 —
SSWB1 3.1420 — 2.6001 —
SSWB5 3.3644 — 2.2413 —
SSWC1 3.4709 — 2.8922 —
SSWC6 3.7530 — 2.5802 —
SSWD1 3.7946 — 2.2243 —
SSWD7 4.1899 — 5.6228 —
SSWE1 3.3072 — 2.6670 —
SSWE6 3.8144 — 2.3645 —
SSWF1 3.2737 — 2.7927 —
SSWF5 3.9390 — 2.8959 —
SSWG1 3.7410 — 3.1032 —
SSWG2 3.4729 — 3.1657 —
SSWG3 4.3190 — 3.3313 —
SSWG4 5.4466 — 4.1596 —
is constant in time, and therefore whether it can be cor-
rected by adding a constant parameter to the standard two-
parameter calibration pipeline. The test showed that, in first
approximation, the amplitude of the discrepancy can be re-
garded as constant; however, a minor part of the discrep-
ancy is certainly affected by the (time-dependent) telescope
and instrument temperatures. Given the shape of δHR−LR
(which shows an excess of signal around 550 and 900 GHz,
and a deficiency of signal around 700 GHz), a correction of
the problem can not be achieved by modifying the telescope
and/or the instrument model; a modification of the response
functions would be needed.
The analysis of the variations in dark sky observations
spectra performed in OD 1291, even on a scan-by-scan level,
seems to indicate that the amplitude of the discrepancy is
not directly related to the instrument temperature or its in-
creasing/decreasing trend. Rather, the amplitude appears to
be affected by the history of the temperature variations be-
fore the start of the observation. The extension of the scan-
by-scan analysis to a sample of 21 HR observations strongly
supports this conclusion.
We hypothesise that the existence of δHR−LR is related
to fast temperature changes in the instrument, which cause
temporary variations of both the telescope and the instru-
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Figure 15. LR sensitivity for point-source calibrated SLWC3
spectra on the left and extended- source calibrated SLWC3 spec-
tra on the right. Black curves show the sensitivity before the
application of the LR correction, which is compared to after LR
correction in green. The other centre detector (SSWD4) is not
shown as the LR correction does not apply.
Figure 16. LR continuum offset for point-source calibrated
SLWC3 spectra on the left and extended-source calibrated
SLWC3 spectra on the right. Black curves show the continuum
offset before the application of the LR correction, which is com-
pared to after LR correction in green. The other centre detector
(SSWD4) is not shown as the LR correction does not apply.
ment response functions. The sensitivity of the telescope re-
sponse function to the instrument temperature may also ex-
plain the important analogies observed between some char-
acteristics of δHR−LR and the telescope emission, such as the
dependence on the number of repetitions (and consequently
the duration) of an observation.
Given that the housekeeping parameters do not trace
the SLW LR calibration problem in all its aspects, an an-
alytical correction is not possible. Instead, an empirical a-
posteriori correction has been developed, based on the cross-
correlation of a calibrated spectrum with the characteristic
double-bump the problem causes. The strength of the cor-
rection applied is dependent only on the amplitude of the
bumps present. With this empirical method it has been pos-
sible to significantly reduce the spectral artefacts that ap-
pear in the long wavelength spectrometer channel, for both
LR spectra and the LR spectra of H+LR observations.
The analysis of the LR calibration uncertainties shows
that applying the correction results in an efficient removal of
the double-bump. This is true for even the most pronounced
cases, while for the rare cases where the double bump feature
is negligible the spectra remains essentially unchanged.
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APPENDIX A: LR CONTINUUM OFFSET
Here below, the plots of the continuum offset for all unvi-
gnetted SLW detectors are shown. Note that the correction
of the spurious double-bump in LR spectra has only been
applied to these detectors.
This paper has been typeset from a TEX/LATEX file prepared by
the author.
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Figure A1. LR continuum offset: for each detector, the offsets for point-source calibrated data (left) and extended-source calibrated
data (right), before (black) and after (green) application of the LR correction are shown.
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